Mycobacterium gordonae pulmonary disease associated with a continuous positive airway pressure device.
There are no formal recommendations on the proper handling and decontamination of respiratory devices for home use. We describe the case of a kidney transplant recipient who developed Mycobacterium gordonae pneumonia transmitted by his continuous positive airway pressure (CPAP) machine.